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Over the last decade the use of digital 
synthesis and sampling techniques for 
generating and measuring electrical 
waveforms has increased dramatically 
with the availability of improved digital- 
to-analog (D/A) and analog-to-digital 
(A/D) converters and related devices. 
With this evolution has come the need 
for physical laboratory standards and 
test methods to support the performance 
specifications of digital devices and the 
instruments in which they are used. 
This article describes the research and 



development at NIST of several labora- 
tory standards and test systems that uti- 
lize "digital technology" for 
characterizing data converters and for 
implementing various waveform synthe- 
sis and sampling instruments. 
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1. Introduction 



In the early 1970s the NAS/NRC Evaluation 
Panel for the Electricity Division of the National 
Bureau of Standards (NBS) made recommenda- 
tions that the Electrical Instruments Section begin 
to address the metrology problems associated with 
precision electrical/electronic instruments and test 
equipment where dynamic performance consider- 
ations were becoming paramount. In September 
1974, a workshop was held at the NBS Gaithers- 
burg facility to identify critical metrology needs as- 
sociated with modern electronic instrumentation. 
The discussion topics, session notes, feedback re- 
ports, and conclusions of the workshop are well 
documented in an NBS Technical Note [1]. A gen- 
eral theme running through the summaries of the 
workshop discussions was the need for NBS to 
provide improved metrology support for the digi- 
tal technology being incorporated in electrical/ 



electronic devices, test equipment, and systems, 
and to address dynamic as well as static test condi- 
tions. 

A number of specific project activities recom- 
mended by the Panel and the 1974 Workshop were 
undertaken by what has since been renamed the 
Electronic Instrumentation and Metrology (EIM) 
Group [2]. This article is a synopsis of the descrip- 
tion of some of the new physical laboratory stan- 
dards, together with their operating principles and 
performance, that have come out of this research. 
The work to be described covers three general 
areas in the following order: data converter char- 
acterization, generating reference waveforms digi- 
tally, and measuring waveform parameters using 
digital sampling. These three areas are summarized 
briefly below. 
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1.1 Data Converter Characterization 

Since a critical part of "digital" measurement 
technology involves the basic principles associated 
with converting analog signals to digital form and 
vice versa, an initial project was started for pro- 
viding a basis by which to test precision data 
converters (both digital-to-analog (D/A) and 
analog-to-digital (A/D) converters, often desig- 
nated as DACs and ADCs). A precision 20-bit D/ 
A converter (DAC 20) was developed during the 
late 1970s to serve as the reference against which 
12- to 18-bit converters could be compared [3]. A 
static test set was developed for providing these 
comparison measurements automatically [4]. A test 
set was also developed for measuring the dynamic 
performance of ADCs with up to 16 bits of resolu- 
tion [5]. With the ability to quantify the linearity, 
offset, and gain errors of precision converters (both 
statically and dynamically), the limitations in the 
performance of these devices can be determined 
when used for synthesizing and sampling analog 
waveforms. 



1.2 Generating Reference Waveforms Digitally 

Concurrent with the development of DAC 20 
was an effort to develop a precision audio-fre- 
quency phase angle standard that utilized 16-bit 
DACs to generate two output waveforms whose 
relative phase difference could be established digi- 
tally rather than with analog bridge methods [6,7]. 
By making use of 18-bit computations and 16-bit 
DACs, both the amplitude and phase of the two 
output waveforms from a dual-channel generator 
were digitally controlled in order to provide a low- 
frequency ac power source with amplitude and 
phase stability of 20 ppm and 1 p,rad, respectively, 
over a 100-s measurement period [8]. By using two 
DACs to prevent "glitches" in the stepped output 
waveform, a calculable rms ac voltage source has 
recently been developed. It can be used as a trans- 
portable ac reference standard with uncertainties at 
the 7-V rms level typically less than ±10 ppm from 
30 Hz to 15 kHz [9]'. These physical standards are 
being used in several different automatic test sys- 
tems at NIST to provide calibration services for 
phase angle meters, wattmeters and watthour me- 
ters (also var and varhour meters), and ac digital 
voltmeters. 



' Uncertainties quoted in this paper are taken from the refer- 
ences given and are not uniformly defined. 



1.3 Measuring Waveform Parameters Using 
Digital Sampling 

The characterization of sample and hold (S/H) 
amplifiers and ADCs for sampling and digitizing 
waveforms was also part of the EIM Group's de- 
velopment efforts during the 1970s [10,11]. An 
early application of precision synchronous wave- 
form sampling was the development of a digital 
wattmeter that used 15 bit successive approxima- 
tion ADCs, phase locked to the input signals, to 
provide power measurements good to an uncer- 
tainty of ±0.02% from dc to 2 kHz [12]. Using a 
12-bit resolution data acquisition module (S/H, in- 
strumentation amplifier, and ADC), together with 
an internal microcomputer, a low-frequency sam- 
pling voltmeter was developed that acquired ac 
voltage input signals below 10 Hz good to an un- 
certainty of ±0.1% with a total autoranging, set- 
tling, and measurement time of only two signal 
periods [13]. In the early 1980s the principles of 
asynchronous sampling of corresponding voltage 
and current signals were studied, and a wideband 
sampling wattmeter was developed, capable of 
measuring audio frequency power from 1 Hz to 10 
kHz (with distortion harmonics up to 100 kHz) 
with an uncertainty of less than ±0.1% [14], More 
recently, an equivalent-tune sampling and digitiz- 
ing system, based on a sampling voltage tracker 
(SVT) circuit, has been developed that has been 
shown to be capable of making state-of-the-art 
measurements of signals with frequencies up to 200 
MHz [15]. These sampling instruments are also be- 
ing used in both stand-alone and automatic test sets 
for calibrating wideband power meters, low-fre- 
quency voltmeters, and step/arbitrary waveform 
generators. 



2. Data Converter Characterization 

A number of special methods have been devel- 
oped for testing various performance parameters of 
data converters, and conmiercial, general-purpose 
test sets for these devices are now available. How- 
ever, these methods and systems typically are not 
capable of measuring the integral linearity, differ- 
ential linearity, gain, and offset errors of 12- to 18- 
bit converters good to fractions of a least 
significant bit (LSB). (An LSB represents the reso- 
lution of a converter and is defined as (full scale 
range)/2" where n is the number of bits of the con- 
verter.) For quantifying the accuracy errors of 12- 
to 18-bit data converters, test methods have been 
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developed and test sets are available at NIST. A 
NIST calibration service for data converters is of- 
fered, as described in [16]. 

2.1 Measuring Static Transfer Characteristics 

The primary property of concern when charac- 
terizing precision data converters is the relation- 
ship between the input and output variables under 
both static and dynamic conditions. The transfer 
characteristic for a DAC is shown in figure 1, 
where the straight dashed line indicates the ideal 
relationship between the digital input codes and the 
corresponding analog output levels. Due to offset 
voltages/currents, mismatches in the divider cir- 
cuit (typically an R-2R ladder network), and other 
sources of nonlinearities, the actual characteristic 
deviates from the ideal. When an increase in the 
digital input code does not produce a correspond- 
ing increase in the analog output level, the behav- 
ior is described as nonmonotonic. Similarly, the 
transfer characteristic for an ADC is shown in fig- 
ure 2, where the perfect "staircase" relationship be- 
tween the analog input levels and the 
corresponding digital output codes represents the 
ideal. Due to noise from the logic circuits, speed 
limitations of the analog comparator, errors of the 
internal reference DAC, etc., the actual ADC 



characteristic has the non-uniform steps and non- 
ideal edge transitions indicated in figure 2. Finding 
and quantifying these small deviations can be im- 
portant in critical applications of precision data 
converters. 
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Figure 1. The transfer characteristics for an ideal and an actual 
DAC. 
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Figure 2. The transfer characteristics for an ideal and an actual ADC. 
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Figure 3 shows a simplified diagram of the NIST 
test set for measuring the essential parameters of 
the static transfer characteristic of precision data 
converters. The basic operation involves a com- 
parison of outputs of the test DAC or ADC with 
the corresponding levels from the NIST DAC 20. 
This multirange, 20-bit + sign, programmable 
voltage source exhibits less than 1 ppm linearity 
error and incorporates a self calibration feature [3]. 
The design is based on an R-2R ladder network in 
the current steering mode, using miniature latching 
relays (to minimize thermal effects) with mercury- 
wetted contacts for the switches. Ten buffered, 
temperature-controlled, unsaturated standard cells 
(providing direct linkage to the legal volt) com- 
prise the voltage reference. 

For testing DACs, the DAC 20 standard and the 
test unit are given the same digital input code from 
the system controller via an IEEE-488 bus and 
coupler, with code conversion as needed. The dif- 
ference in their analog output levels (error signal) 
is then amplified, digitized with a voltage to fre- 
quency (V/F) converter, and averaged over a 60- 
Hz period (to reduce power frequency noise). The 
error data (both binary and BCD coded) are dis- 
played on front panel readouts and returned to the 
controller for logging and further analysis. By se- 
quencing through all 2" code states (or only 1024, 
corresponding to the ten most significant bits), the 
complete DAC static transfer characteristic can be 
determined with a full scale output resolution of 1 
part in 1^°. 



Testing an ADC is more complicated in that 
each digital output code from the test unit corre- 
sponds to a small continuous range of analog input 
values, as illustrated in figure 2. A complete deter- 
mination of the ADC transfer characteristic re- 
quires locating and measuring each of the voltage 
levels corresponding to the transitions between 
digital codes. Transition level location in the NIST 
static data converter test set is accomplished by 
placing the test ADC in a feedback loop that con- 
trols the input voltage to the ADC, as shown in 
figure 3. The upper digital code of the transition 
level of interest is input over the IEEE-488 bus 
from the controller to a digital comparator whose 
other digital input comes from the ADC output 
(with code conversion, as needed). The digital 
comparator's "less than" output sets the polarity of 
a programmable voltage (-I-V, —V), which is 
switched to the input of an integrating amplifier. 
Thus, the output voltage from the integrator, 
switched to the input of the test ADC, ramps up 
(or down) until the upper transition level code is 
output from the ADC, whereupon the less than 
output from the digital comparator changes state, 
causing the slope of the integrator's output voltage 
to reverse. The ADC then outputs the lower transi- 
tion level code so that the process continues at a 
preset clock rate (normally 10 kHz), generating a 
small (<^ 1 LSB) peak-to-peak triangle waveform at 
the ADC input with an average value very near 
the transition level. Once locked onto a transition 
level, that voltage is then measured by the same 
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Figure 3. A simplified diagram of the NIST static data converter test set. 
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comparison circuitry described above for DAC 
testing. The error data are collected by sequencing 
through 1024 (or, all 2" if desired) code states in 
order to determine the complete ADC static trans- 
fer characteristic. Since bits less significant than the 
10th generally contribute insignificant errors, typi- 
cally only 2'°= 1024 codes are tested, correspond- 
ing to the 10 most significant bits. 

2,1.1 Analyzing Static Linearity Errors At 
each of the 1024 codes the test set automatically 
measures the errors, defined as the difference be- 
tween the output (input) of the DAC (ADC) under 
test and the output of reference DAC 20 (cali- 
brated to have negligible linearity errors). These 
measured errors are then numerically corrected for 
offset and gain by the following calculations: 



e'; =e,- - eo-(eio23- eo>71023. 



(1) 



where e'j is the offset and gain corrected error at 
the /th code, 
e, is the measured error at the /th code. 



/ is the code index to 1023, 
Co is the measured error at the negative- 
most code, and 
£1023 is the measured error at the positive- 
most code. 

The values of e', obtained from testing over the full 
scale range of the converter are used to determine 
the maximum, minimum, and rms value. Shown in 
figure 4 are some representative linearity error vs 
codeword plots obtained from the NIST static data 
converter test set. Keep in mind that these error 
plots show the deviations from an ideal transfer 
characteristic. Since differential linearity error 
(DLE) is defined as the error in separation between 
adjacent code transition levels, these errors are as- 
sociated with the discontinuities observed in the 
plots of figure 4 (assuming as before that the bits 
less significant than the 10th contribute insignifi- 
cant errors). Major discontinuities almost always 
occur at major code transitions; consequently, an 
abbreviated test is used to provide actual measure- 
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Figure 4, Typical linearity error plots, (a) 14-bit, 10-^s ADC. (b) 16-bit, 
32-^s ADC. (c) 18-bit DAC, data average of five measurements. 
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ments of the DLEs at those 2(/2-l) adjacent code 
pairs where the errors are Hkely to be the greatest. 
The DLE at each of these code pairs is simply 
computed as 



^DL — ^J — ^J-li 



(2) 



where ej and e,_i are the measured linearity errors 
at the selected adjacent code pairs. 

2.2 Measuring Dynamic Transfer Characteristics 

For most applications of data converters, the re- 
lationship between the analog and digital input/ 
ouput variables under dynamic conditions is a 
primary property of concern. For DACs, this rep- 
resents a deviation of the static transfer characteris- 
tic due to the inherent settling time of the DAC. 
Given a change in the digital input code, there will 
be a characteristic time required for the analog out- 
put of the DAC to settle to a new static level 
within some tolerance. Generally, the maximum 
settling time can be observed by giving the DAC a 
full scale code change at its input. This large 
change in the input will exercise the switching cir- 
cuitry associated with the most significant bits of 
the converter, which are the critical ones in terms 
of settling time. 

Making an accurate measurement of the settling 
time of a precision DAC to within 1 LSB, how- 
ever, is not a trivial matter since it requires a good 
measurement of both amplitude and time. Methods 
for accurately measuring the settling time of DACs 
(as well as amplifiers and step generators) have 
been developed at NIST. These can be used to de- 
termine settling times as short as 10 ns to within a 
settling error of ±0.1% [15] (or as short as 1 jas to 
within a settling error of ±2 ppm [17]) for voltage 
output devices. Further improvements in the sam- 
pling voltage tracker system described in [15] are 
being pursued at the present time in order to im- 
prove the NIST capability to measure settling time 
accurately in the 1-10 ns region. 

Dynamic errors in ADCs also are defined as any 
deviations from the static transfer characteristic 
that result from prior exercise, i.e., previous 
changes in input [5]. Since high-resolution (> 12- 
bit) ADCs in most applications are preceeded by 
an analog multiplexer or a S/H amplifier, exercis- 
ing the ADC's input with a fast-settling voltage 
step gives a good representation of the dynamic 
input conditions during actual use. An accurate 
method for providing stepped input voltage 
changes to ADCs for dynamic testing purposes 



was developed at NIST in the early 1980s [18]. Fig- 
ure 5 shows a simplified diagram of the circuit used 
at NIST for dynamic ADC testing. It employs a 
programmable pulse level, Fp, which is converted 
to a programmable current that is then switched 
(with optical isolation) through a low-value (200 
£1) resistor (Rl) in series with the output of the 
feedback loop integrator. A programmable voltage 
step is thus superimposed on the transition level 
voltage established by the transition-locking feed- 
back loop described above for static ADC testing. 
Figure 6 gives some of the signal and timing dia- 
grams associated with this test method, where the 
step changes to the programmed pulse level and 
back to the transition level are made between con- 
versions, with time {At) allowed for the test ADC's 
specified settling time. Although the test ADC 
converts when the input voltage is at either level, 
the ADC output samples (fed back to the digital 
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Figure 5. Simplified circuit diagram for the NIST dynamic 
ADC test set. 
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Figure 6. Timing diagrams, showing the relationships between 
the input voltage to the test converter (top) and three of the test 
set control signals. 
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comparator) are latched only for conversions made 
near the transition level. Any dynamic limitations 
of the test ADC (due to input buffer amplifier set- 
tling, internal DAC settling, delay in the internal 
analog comparator, etc.) will be manifest as a 
change in the static transition level that nominally 
would be maintained by the feedback loop. There- 
fore, the transition level maintained under the dy- 
namic conditions just described is then measured 
by a precision digital voltmeter (DVM) and logged 
by the test set controller. Referring to the top 
waveform diagram in figure 6 (the input signal to 
the test converter), the portion of the signal about 
the transition level changes slowly, due to an ad- 
justably long time constant of the integrator, with 
an amplitude given by 



^v=(y/RcxM+N)(Jt+^t), 



(3) 



where V is the input voltage to the integrator, 

M is the number of conversions made with 

the input at the programmable pulse level, 

N is the number of conversions made with 

the input at the transition level, 

t is the conversion time duration of the test 

ADC, 



Ar is the time delay to allow for the pulse to 
return to the transition level and the test 
unit to respond, and 
RC 'v& the time constant (r) of the integrator. 

Since the resolution of the transition level measure- 
ment is limited by A F, /? (and, hence, t) is adjusted 
to obtain an adequately small A F (nominally <0.1 
LSB). 

Figure 7 shows a 3-D plot of the dynamic linear- 
ity error data obtained from a 16-bit ADC on the 
NIST dynamic ADC test set. The codeword axis is 
the measured code transition level and the pulse 
level axis is the range of possible pulse level ampli- 
tudes applied to the test ADC, with the vertical 
axis being the corresponding error in LSBs. This 
"surface" of dynamic bit errors is typical of the 
multi-bit errors that can often be observed, as com- 
pared to the fractional static LSBs typical of most 
ADCs (e.g., fig. 4). By varying the test set parame- 
ters (M, N, and Ar) given in eq (3), one can investi- 
gate the cause of various features observed on the 
error surface [4]. 
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Figure 7. 3-D plot of typical dynamic linearity errors for a 16-bit ADC. 
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3. Generating Reference Waveforms 
Digitally 

By making use of precision DACs that have 
small linearity errors (both statically and dynami- 
cally), reference waveforms can be generated by 
applying a time sequence of digital codes to the 
DAC and obtaining an analog output waveform 
consisting of steps corresponding to each of the in- 
put codes. Without further data processing on the 
input samples and the resultant output waveform, 
this stepped waveform is often referred to as a 
"zero order hold" reconstruction of the digital 
code sequence. Figure 8 (a) shows a representation 
of such an ideal stepped sinusoidal waveform in the 
time domain, with its corresponding line spectrum 
in the frequency domain given in figure 8 (b) (see 
the Appendix). Filtering out harmonics of the fun- 
damental frequency located around multiples of the 
sampling frequency is relatively easy if the number 
of samples, N, is large enough so that the sampling 
harmonics are relatively small and fall outside the 
passband of the filter. The filtered output is then 
the original sine wave, only with its amplitude at- 
tenuated by the magnitude of the sm(TTf/f^)/(vf/f^) 
function at the fundamental frequency. Of course, 
for imperfect filters and nonideal DACs, an actual 
line spectrum, such as the one shown in figure 8 
(b), would have other small frequency components 
due to distortion and noise. 



3.1 Audio Frequency Phase Angle Standard 

As illustrated in figure 9, by changing the time 
sequence of digital codes that are input simulta- 
neously to a second DAC, a pair of stepped sine 
waves can be generated having a relative phase an- 
gle difference that is established essentially by the 
calculated sets of sample points, independent of the 
fundamental frequency and any other timing con- 
siderations used in the digital synthesis process. 
This is the basis for a precision 2 Hz to 50 kHz 
Phase Angle Calibration Standard that was devel- 
oped at NIST [20,21]. An earlier version of this 
design approach was used for generating reference 
phase angle signals up to 5 kHz [6,7]. 

A functional block diagram of the NIST Phase 
Angle Calibration Standard is shown in figure 10. 
A 20-bit, high-speed microprocessor (jaP) com- 
putes the data needed for generating the 0-100 V 
rms output waveforms (delivered to a test phase 
meter). A slower 8-bit ju-P handles keyboard en- 
tries, correction data from the auto zero circuit, 
output scaling via the multiplying DACs 
(MDACs), and IEEE-488 interface and display 
functions (not shown). Eighteen-bit angle data (cal- 
culated by the 20-bit arithmetic logic unit (ALU) 
from phase and frequency keyboard entries) is fed 
sequentially to an angle-to-sine conversion module 
(sine table). Pairs of corresponding 16-bit ampli- 
tude data are then input simultaneously to the dual 
DACs through latches (not shown). The sample- 
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Figure 8. Time domain (a) and frequency domain (b) relationships of an ideal stepped (zero-order-hold) reconstruction of a sinusoidal 
waveform. 
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Figure 9. Stepped sine waves, phase difference 60°, 64 steps per 
cycle. 

point strobe pulses to the latches are generated by a 
crystal-controlled time base (also not shown). 
Thus, the waveforms that are output from the two 
DACs look like those of figure 9. These waveforms 
are then filtered to remove the unwanted steps 
(sampling harmonics), as mentioned above in con- 
jimction with figure 8. Since most phase meters 
have voltage ranges that can accept input signals 
both above and below the 7 V rms output from the 
lowpass (L.P.) filters, the two sine waves are then 
scaled either up or down (from keyboard-entered 
amplitude data) by the MDACs and amplifiers. 
These scaling circuits cause small phase differences 
between the two output waveforms. To minimize 
these differences, a quadrature phase detection cir- 
cuit is used to measure and compensate for the 
residual differential phase at 90°, thus establishing a 
fixed point on the phase angle scale. 



The angular resolution of the phase standard de- 
pends on the number of sample points per cycle 

and on the amplitude resolution, corresponding to 
the number of bits of the DACs [20], Each of the 
steps shown for the stepped sine waveform of fig- 
ure 9 occur at a phase angle of 



4>n=2irn/N, n=l,2,...,N 
with an amplitude resolution of 
AF=2Fp/2^ 



(4) 



(5) 



where iV is the number of samples per cycle, 

M is the number of bits of the DAC, and 
Vp is the peak value of the sine wave. 

That is, at each step the phase angle can be set 
precisely, but the amplitude is limited to a quan- 
tized value within the resolution of the DAC. For 
iV==64 and M= 12, cf)i = 5.625°, and AF= Fp/2048. 
Because the amplitude steps are quantized, the 
phase angle between the output waveforms will 
also be quantized, although not necessarily uni- 
formly. Thus, small changes in the programmed 
phase angle will not necessarily cause the phase 
difference between the two output waveforms to 
change. By incrementing cf) a small amount at the iV 
sample points »until at least one sample pair (180° 
apart) changes by A V, the theoretically attainable 
phase resolution can be determined. Simulations 
have shown that for iV=64, M = 12, 97 percent of 
the possible phase increments will be less than or 
equal to 0.005° [20]. Below a fundamental fre- 




Figure 10. Block diagram of the NIST phase angle calibration standard. 
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quency of 5 kHz where the phase standard uses 
16-bit DACs, the theoretical resolution is better 
thanO.OOr. 

Because actual DACs are not perfectly linear 
and noise limits the uncertainty of the auto-zero 
compensation circuit, the NIST phase standard de- 
parts somewhat from its theoretical performance. 
Figure 1 1 shows the experimentally determined lin- 
earity for the phase standard using a 180° bridge 
[7,20]. The upper plot (a) shows the departure from 



the ideal 180° difference using 16-bit DACs at a 
frequency of 3125 Hz, generating the waveforms 
with both 64 and 128 samples per cycle. The lower 
plot (b) shows similar data obtained for the linear- 
ity using 12-bit DACs at a frequency of 31250 Hz. 
The range of the phase angle settings used for these 
plots is the basic 5.625° angle interval for iV=64 
and Af = 12. Using these and other experimental re- 
sults, the maximum errors in the phase standard 
have been determined, as summarized in table 1. 
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Figure 11. Measured phase linearity of the NIST phase angle calibration stan- 
dard output (a) with 16-bit DACs at 3125 Hz, and (b) with 12-bit DACs at 
31250 Hz (64 and 128 samples per cycle. 
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Table 1. Estimated maximum phase angle uncertainty (in mil- 
lidegrees) 

60 Hz 400 Hz 5 kHz 15 kHz 30 kHz 50 kHz 



Auto-zero corr." ±1 ±2 ±5 
Linearity ±2 ±2 ±3 

7:1 voltage ratio ±1 ±2 ±3 



* The uncertainty due to frequency adjustment is included. 
'' Data not available. 



With the development of the above-described 
NIST Phase Angle Calibration Standard, an auto- 
mated calibration service for precision phase me- 
ters is now available [22]. 

3.2 Power Calibration Source 

The traditional method of calibrating precision 
wattmeters and watt-hour meters is to compare the 
readings of the meter-under-test (MUX) to a stan- 
dard wattmeter or watt-hour meter connected in 
parallel. However, it is advantageous, particularly 
in an automatic test setup, to be able to supply a 
separate source of voltage and current ("phantom" 
power) to the MUX where the source of voltage, 
and current (and the relative phase angle) is known 
and stable. Such a digitally synthesized power cali- 
bration source was developed at NISX to provide 
known parameters in order to test and calibrate a 
new class of multifunction instruments capable of 
measuring voltage, current, power factor, and ac- 
tive and reactive power [23]. 

Figure 12 shows a block diagram of the NISX 
Power Calibration Source. Xhe digital generator 
(shown in more detail in the lower part of fig. 12) is 
the heart of this source, and generates sine wave 
voltages Vi and V2 in a staircase approximation, as 
illustrated in figure 9. Xhe waveforms in this case 
consist of 2048 steps per period at 60 Hz, which are 
then scaled by specially designed amplifiers Al and 
A2 [24,25] to produce typical test voltages, V, 
ranging from 60 to 240 V rms, and typical test cur- 
rents, /, ranging from 1 to 5 A rms. Xhe relative 
phase angle between these voltages and currents 
applied to the MUX is determined essentially by 
the digital code sequences supplied to the MDACs 
from the random access memories (RAMI and 
RAM2), similar to the technique used in the phase 
angle standard discussed above. In this generator, 
however, the codes to the MDACs are calculated 
by the controller (desktop computer), which uses 
sufficient numerical resolution to compute the sam- 
ple points that roundoff or truncation errors in the 



phase angle are negligible. Consequently, the angu- 
lar resolution using 16-bit MDACs is approxi- 
mately 1 /xrad (0.000057°) [23]. Xhe amplitudes of 
VI and V2 are independently set between and 
10 V peak by controlling the dc reference voltages 
supplied to MDACl and MDAC2 with a pair of 
18-bit DACS. Consequently, the amplitude resolu- 
tion for the power calibration source is 1 part in 2" 
(about 4 ppm). 

Xhe performance of the power calibration 
source (particularly at 60 Hz) has been measured 
using both a time-division-multiplier (XDM) 
wattmeter [26] as a transfer standard, and a cur- 
rent-comparator power bridge [27] as a ±15 ppm 
laboratory standard. Once again the nonlinearities, 
gain error, etc. in the characteristics of the actual 
DACs and amplifiers used in synthesizing the 
voltage and current outputs of the power calibra- 
tion source limit its performance. However, soft- 
ware gain corrections for any amplitude (based on 
a linear fit to a few data points) help to reduce 
voltage-dependent gain error by a factor of 5 to 10. 
Figure 13 shows the integral amplitude nonlinear- 
ity (after gain corrections) in the voltage and 
current over a 5-to-l range, using the current-com- 
parator power bridge, where 100 percent of full 
scale represents 240 V rms and 5 A rms, respec- 
tively. Xhus, we see residual uncertainties of 
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Figure 12. Block diagram of the NIST dual-channel power cali- 
bration source. 
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Figure 13. Integral amplitude nonlinearity in the power calibra- 
tion source voltage and current outputs after gain corrections. 

< ±20 ppm for current and < ± 10 ppm for 
voltage. However, differential linearity errors 
(about small changes in the output voltage and cur- 
rent at full scale) are in the 5 ppm level, as seen 
from figure 14. Figure 15 shows the phase differen- 
tial nonlinearity at zero power factor (90°), as 
measured by a TDM wattmeter. This plot demon- 
strates the 1 jLtrad resolution of both the digital gen- 
erator and the TDM wattmeter. Finally, by 
comparing the power calibration source with the 
NIST current-comparator power bridge, figure 16 
shows the agreement in active power to be within a 
±30 ppm band at power factors from zero lead to 
zero lag. The two curves represent an envelope of 
data points where the pair of dots connected by a 
dashed line at a given phase angle are the extremes 
of the measured errors. 
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Figure 14. Differential nonlinearity of the voltage and current 
outputs around 120 V and 5 A rms. 
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Figure 15. Phase differential nonlinearity. change in power indi- 
cation of a TDM wattmeter (at zero power factor) versus 
change in phase angle from the NIST power calibration source. 
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Figure 16. Maximum differences between the power calibration 
source and the NIST current-comparator power bridge, after 
correcting for current drift in the source. 



3,3 Calculable RMS ac Voltage Source 

For an ideal stepped sine wave, illustrated in fig- 
ure 8(a), it can be shown that the rms value is iden- 
tical to that of the corresponding pure sinusoidal 
waveform, i.e., Fp/V2 [28]. However, the stepped 
waveform contains harmonics in its frequency 
spectrum [see fig. 8(b)], so that the unfiltered re- 
construction contains harmonic distortion relative 
to the fundamental frequency component. Conse- 
quently, there is a tradeoff between the exact rms 
accuracy of ideal stepped waveforms (with their 
inherent harmonic distortion) and the rms error in- 
herent in filtered reconstructions (that can have no 
distortion for a perfect low pass filter). 
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Total harmonic distortion (or, distortion factor) is 
defined as [29] 



THD= 



rms value of all harmonics 
rms value of the fundamental ' 



=(X^v^^)''^ 



(6) 



where A; is the peak value of the ith harmonic, 
computed from 

Ai = Fp[sin(7r/;.//0/(7ry;//0], (7) 

Vp is the peak value of the sine wave, 
/• is the ith harmonic frequency, and 
fs is the sampling frequency. 



For comparison of the tradeoff between the rms 
error and THD between two sine wave reconstruc- 
tions, table 2 shows these relationships for a 
stepped sine wave composed of 20 steps and an- 
other composed of 200 steps. It also shows a com- 
parison with perfectly filtered (i.e., "brick wall") 
reconstruction. 



Table 2. Comparison of rms error and THD for unfiltered and 
filtered stepped sine waves 



Unfiltered 
Reconstruction 



No. of steps 
per period 



rms 
error 



THD 



Filtered 
Reconstruction 

rms 

error THD 



20 
200 






8.9% 
0.9% 


-0.4% 
-0.004% 







An ac reference standard was developed at NIST 
in the early 1980s that used zero order hold digital 
waveform synthesis to produce both filtered and 
unfiltered sine wave reconstruction [30]. A built-in, 
rms-to-digital converter that used a thermal 
voltage converter (TVC) and voltage-to-frequency 
ADC was used to measure the rms value of the 
output waveform and provide error corrections. 

Uncertainties of ±50 ppm were achieved in the 
to 7.07 V rms output voltage over a frequency 
range of 1 Hz to 50 kHz (with only 0.5% THD at 
50 kHz using a lowpass, active filter). This ac refer- 
ence is very useful for calibrating narrowband, 
rms-responding voltmeters having a ±0.01% accu- 
racy specification. 



However, new wideband voltmeters (and most 
thermal voltage converters) can respond to the 
harmonics in stepped waveforms, and still claim 
rms measurement accuracy below 0.01% (100 
ppm). To provide a transportable ac source for 
these voltmeters at an accuracy of ± 10 ppm over a 
30 Hz to 15 kHz range, a digitally synthesized 
source (DSS) using zero order hold reconstruction 
has been developed [31]. As indicated above (and 
shown in table 2), ideal stepped sine waves have no 
rms error and are, therefore, desirable rms refer- 
ence waveforms. 

Figure 17 shows a simplified circuit diagram of 
the dual-DAC synthesis approach used in the DSS. 
Its general design is similar to that of the generat- 
ing circuits used for the phase angle standard and 
the power calibration source (see figs. 10 and 12). 
In addition, a "deglitching" technique (used to im- 
prove phase angle precision [32]) is employed in 
the DSS to enhance the quality of the generated 
steps. By toggling between the output currents of 
the two MDACs, which are updated with data 
from the latches at different phases of clock signals 
A and B, the output voltage steps from the ampli- 
fier are not subject to code-dependent transitions 
and settling-time errors from the MDACs. From ti 
to tj, MDAC2 supplies the output step (via switch 
S3 and the output amplifier) while MDACl is set- 
tling to the level corresponding to the input code. 
At time ti new data from the ROM is latched into 
MDAC2, Si and S4 are closed (S2 and S3 are 
opened), and MDACl now supplies current for the 
next output voltage step. Obviously, successive 
data are clocked from the ROM into the latches, 
alternately, at twice the rate of clocks A and B. 



COMTRDL LOGIC 
AND CLOCK 




Figure 17. Simplified diagram of the circuit used in the dual- 
DAC, digitally synthesized source (DSS). 
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Of course, imperfect steps still remain due to 
small amounts of strobe feedthrough from the (fast 
CMOS) switches and finite bandwidth and slew 
rate limitations in the amplifier. However, as seen 
in figure 1 8, the improvement in the fidelity of the 
steps using this technique is significant. The major 
code transition glitch seen in figure 1 8 (a) and other 
structural differences between the steps are virtu- 
ally eliminated in figure 1 8 (b). 

The rms voltage of the waveforms generated by 
the DSS over its nominal frequency range is calcu- 
lated by stepping through the sample points stored 
in the ROM at a low speed in order to measure the 
amplitude of each step with a high-accuracy DVM. 
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Figure 18. Oscilloscope traces of an unfiltered portion of a 28- 
step digitally synthesized sine wave (I-MHz clock rate), (a) Us- 
ing a single DAC. (b) Using the dual-DAC deglitching tech- 
nique. 



The estimated rms value of the waveform using 
this "step calibration" is determined by computing 
the square root of the mean value of the squares of 
the measured step voltages, i.e., 



^M\ + C)f/N 



1/2 



(8) 



where v,- is the voltage of the /th step 

A'' is the number of steps in one period, and 
C is the DVM correction. 

In order to assure that the estimate is good to a few 
ppm, the DVM nonlinearity must be only a few 
ppm of full scale and have similar short term stabil- 
ity during the test time. This computed rms value 
then will be valid for low- frequency waveforms, 
but will degrade at higher frequencies as imperfec- 
tions due to transients become a larger portion of 
each of the steps. 

The rms values of the outputs from two of the 
DSS prototypes have been measured at NIST with 
coaxial TVC standards at sine wave frequencies be- 
tween 30 Hz and 1 5 kHz. The results of these step 
and thermal measurements are given in figure 19 
for two different units (DSSl and DSS2) using 
both internal and external clocks to synthesize 128- 
step sine wave approximations (A, B, and C). As a 
further demonstration, the results of measurements 
on a nonsinusoidal waveform (sine wave approxi- 
mation with 30% third harmonic) are shown in D. 
The plots show the average difference between 
three sets of measurements consisting of two step 
calibrations (represented by the dashed line) and 
five thermal measurements (plotted points with one 
standard deviation error bars) at each frequency. 
Agreement between the two measurements is bet- 
ter than ±5 ppm from 30 Hz to about 2 kHz. A 
small capacitor on the output amplifier (see fig. 17) 
is initially adjusted to obtain flatness of the rms 
value to within ±10 ppm from 2 to 15 kHz. Recent 
designs have now extended this performance up to 
50 kHz. 



4. Measuring Waveform Parameters 
Using Digital Sampling 

To make accurate measurements of signal wave- 
forms that can be stored and processed further 
with a computer requires the use of precision 
ADCs having small linearity errors (both statically 
and dynamically), as described above. In order to 
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Figure 19. The difference in ppm between the rms value computed by the step calibration (dashed line) and the rms value measured 
using thermal techniques: (a) DSSI using the internal clock to generate a sine wave, (b) DSS2 using the internal clock to generate a sine 
wave, (c) DSS2 using an external clock to generate a sine wave, (d) DSS2 using an external clock to generate a (nonsinusoidal) 
waveform. 



convert fast signals that change during the conver- 
sion time of the ADC, a sample-and-hold (S/H) or 
track-and-hold (T/H) circuit is inserted between 
the signal source and the ADC to capture samples 
of the waveform and hold the ADC input signal at 
a steady level while the ADC completes a conver- 
sion cycle. Often there are also signal conditioning 
amplifiers and filters, as well as multiplexing 
switches, employed in a complete data acquisition 
channel. Figure 20 shows a block diagram of a typ- 
ical multichannel measurement system. Analogous 
to the reconstruction of analog waveforms using a 
time sequence of digital input codes to a DAC (de- 
scribed earlier), the process of digital waveform 
sampling generates a time sequence of digital out- 
put codes from an ADC, corresponding to the am- 
plitude levels of the analog input waveform at the 
sampling instants. 

In order to understand the limitations imposed 
by using digital sampling methods to measure the 
parameters of signal waveforms, a short discussion 
on the basics of sampling theory is provided in the 
Appendix. 

4.2 Low-Frequency ac Sampling Voltmeter 

The speed and versatility that is possible with 
digital waveform sampling of low-frequency ac 



waveforms was demonstrated with the develop- 
ment of the NIST Low-Frequency ac Sampling 
Voltmeter [35]. An rms low-frequency (0.1 to 50 
Hz) voltmeter/calibrator had been developed at 
NIST about the same time, and employed a multi- 
junction thermal converter device for making ac- 
curate rms-to-dc conversions. This instrument is 
capable of making ac transfer measurements (com- 
paring ac input voltages against its internal calibra- 
tor), good to ±0.02% accuracy [36]. The thermal 
converter-based instrument serves as the standard 
in a NIST calibration service for ac voltmeters and 
calibrators from 0.1 to 10 Hz [37]. With the sam- 
pling-based voltmeter, rms measurements good to 
±0.1% accuracy at 10 mV to 10 V levels from 0.1 
Hz to 120 Hz are available, as are measurements of 
the input signal frequency, total harmonic distor- 
tion (THD), and the rms value of the ac compo- 
nent (only). Also, the sampling instrument uses 
"window crossing" and error function algorithms 
in the software of its internal microcomputer to 
permit measurements within two signal periods at 
frequencies below 10 Hz [38]. Thus, measurements 
of a 0. 1 Hz signal can be made in 20 s (2 s for a 1 Hz 
signal), which is 2-10 times faster than the thermal 
converter-based instrument. 

Figure 21 shows a simplified block diagram of 
the low-frequency sampling voltmeter. Function- 
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ally similar to the measurement system shown in 
figure 20, this instrument employs a low-noise, dif- 
ferential-input preamplifier with programmable 
gain-setting resistors, so that four decades of gain 
can be programmed from the microcomputer via 
the memory, timing, and control section. A data 
acquisition module consisting of an S/H amplifier, 
an instrumentation amplifier, and a 12-bit ADC (1 1 



bits plus sign bit) provides the sampling, signal con- 
ditioning, and digitizing of the preamplifier output 
signals. With the three programmable input voltage 
ranges of the data acquisition module, a total of 12 
gain settings are available using combinations of 
preamplifier gain and data acquisition range set- 
tings. The memory, timing, and control block con- 
tains the instruction program (2048 16-bit words) 
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Figure 20. Block diagram of a typical multichannel sampling measurement system. 
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Figure 21. Simplified block diagram of the NIST low-frequency sampling voltmeter. 
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stored in read-only-memories (ROM), as well as a 
small amount of random-access-memory (RAM) 
for temporary storage of input values and program 
variables. The 16-bit microcomputer used for this 
application was chosen for its powerful micropro- 
grammable instruction set that allowed straightfor- 
ward implementation of the multiplications used in 
computing the fast Fourier transform needed for 
calculating THD. 

Because the algorithm for calculating rms value 
requires an accurate value for the period of the 
sinusoidal input signal, the initial sampling se- 
quence is used to obtain an approximate value for 
the period (see fig. 22). During the first cycle (Ti), 
sampling is begun at any arbitrary point on the 
waveform, after possible adjustment of the pream- 
plifier gain. Since the frequency may be as low as 
0.1 Hz or as high as 120 Hz, a decision is made, 
based on the slope of the signal, whether a fast 
(8 kHz) or slow (500 Hz) sampling rate will be used 
to find the approximate period. With the sampling 
rate set at 500 Hz, an initial reading is taken; a 
higher and lower threshold value is then calculated 
with respect to this initial reading. Thus, an "initial 
window" of sample values is established, as shown 
in figure 23. Depending on the number of samples 
it takes to cross the upper or lower threshold, the 
sampling rate continues to be 500 Hz, or else the 
sampling rate clock is reset to 8 kHz, and the mea- 
surement sequence is restarted. After the wave- 
form is sampled further, and a "2nd window 
crossing" is found, approximately one signal period 
has elapsed. The sampling rate clock is then set for 
128 times the approximate frequency (fo), the recip- 
rocal of the approximate period, and sampling con- 
tinues for slightly more than one period (cycle Tj). 



^Set preamp rpn pn scale reading 

, Sample waveform to determine when end of cycle occurs 

,5et sample rate clock to 128 X fg ; set preamp gain 

, Sample waveform over one cycle and store readings 

Calculate rms value and Fourier coefficients : 
^Update display with new values 

start new reading 




■Initial window 

-1st Window crossing 

[—2nd Window crossing 




Figure 23. Approximate period detection using window cross- 
ing. 

To determine the signal period more exactly, an 
autocorrelation technique is performed using sam- 
ple points taken during T2. To take possible effects 
of noise and frequency modulation (FM) into ac- 
count, 147 samples are taken during T2. The corre- 
lation is then accomplished by evaluating an error 
function, E{, that consists of summing the differ- 
ence in the values of samples taken at approxi- 
mately corresponding times in the cycle; 



£f=XI^--^/ 



1+^1 



(9) 



Figure 22. The time sequence of the measurement cycle in the 
voltmeter, relative to a typical sinusoidal input. 



where N is the variable number of samples in pe- 
riod (125, 126, 127, 128, 129, 130, and 
131), 
Ei are sample values at the beginning of the 
cycle, 
Ej+N are corresponding values at the begin- 
ning of the next cycle, and 
« is the number of difference values 
summed; 16 points chosen, based on em- 
pirical testing. 

If the period was exactly an integral number of 
samples and the input signal was free of noise or 
FM, this sum would go to zero for A'^= 128. Since 
this is rarely the case, N is varied from 125 to 131 
until a minimum value for the error function is 
found. However, because this error function can 
exhibit an undesired second minimum that can be 
difficult to distinquish from the true minimum, the 
two smallest sums of the seven error functions of 
(9) are used to linearly interpolate to the minimum 
point between them [38]. 
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The rms value of the input is then calculated in a 
straightforward manner from the appropriate set of 
stored samples. The sample values are squared and 
summed using 32-bit precision arithmetic. For the 
"ac only" feature of this instrument, the mean 
squared value is calculated as usual, and then the 
square of the average of the input samples (the dc 
component) is subtracted before taking the square 
root for the net ac rms value. 

To obtain the dc, fimdamental, and first 30 har- 
monic components of the input signal, the data 
samples from the second cycle (T2) are used to cal- 
culate the coefficients of the discrete Fourier trans- 
form (DFT) of the signal. This calculation is 
accomplished by using a 64-point radix 2 fast 
Fourier transform (FFT) algorithm. The magni- 
tudes of these coefficients are then used to calcu- 
late the THD as a figure of merit of the signal as a 
pure sine wave. However, this instrimient is de- 
signed mainly for measuring low-distortion sinu- 
soidal signals, with the highest computed harmonic 
being 



/max— 3(yo, 



so that 



/s=128/o>2/;, 



(10) 



(11) 



thus more than satisfying eq (15A) (see the Ap- 
pendix) for the Nyquist frequency criterion to pre- 
vent aliasing. 

4.3 Wideband Sampling Wattmeter 

With the widespread use of solid-state thyristor 
switching devices for controlling the delivery of 
electrical power, the need has grown for making 
accurate measurements of highly distorted power 
signals. To meet this need a wideband sampling 
wattmeter was developed. This wattmeter uses 
asynchronous sampling of its input waveforms to 
realize a measurement uncertainty of less than 
±0.1% of the full scale range for fundamental fre- 
quencies from 1 Hz to 10 kHz (and harmonics up to 
100 kHz) [14]. A prototype instrument, constructed 
in the mid 1980s, is programmable from the front 
panel and has-the necessary hardware and software 
to optimize the sampling frequency and to make 
corrections for truncation errors [39]. In the early 
1970s the feasibility was demonstrated for making 
precision ac power measurements (±0.02% accu- 
racy up to 2 kHz) using a sampling technique, and 



computing the power with a suitable algorithm 
[40]. 

In contrast with the synchronous (phase-locked) 
sampling method used in the earlier sampling 
wattmeter (and the correlation approach used in 
the low-frequency ac sampling voltmeter described 
above), asynchronous sampling of the two input 
(voltage and current) waveforms is used in the 
wideband sampling wattmeter. That is, the average 
power for the periodic input signals is calculated 
by using the approximation given by 



W=l/n-^V{t,)Iit,), 

k=0 



(12) 



where F(4) and 7(4) are the uniformly spaced 
samples, 
« is the total number of samples in the 

record, and 
W is the indicated average power. 

The sampling times, 4, are not synchronized with 
the period (i.e., frequency) of the input signals. 
Consequently, the interval over which the summa- 
tion is taken does not coincide with an integral 
number of cycles of the input signals. Figure 24 
shows the relationship between the sample times 
and the associated voltage and current signals. To 
calculate the power in such signals, the sample val- 
ues from a finite interval (the summation interval) 
of the waveforms are used, as indicated by the cir- 
cled sample values. With the sample interval, 7, 
expressed in radians, the voltage and current sam- 
ples are given by 

X - Sample Values 

® - Values used in Summation 




Figure 24. Asynchronous sampling of voltage and current sine 
waves showing the relationship of various sampling parame- 
ters. In this example, c = l, n=5, a=90°, j3= — 30°, t=80°, and 
S=-40°. 
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Ffe)=F, = Fsin(ky+a) (13) 

and 

I{tk)=Ik=I sin(A:y+a+y3), A:=0 to n -1 (14) 

where k is the sample number, 

a is the starting voltage phase angle, 

yS is the relative phase angle between the 

voltage and current, and 
V and / are the peak values. 

For a signal of period T seconds and a sampling 
rate of r samples per second. 



y=liT/rT. 



(15) 



Using eq (13), the approximate average power is 
then. 



VI, 



n-I 

s 

/t=0 



W=^ [cosyS- \/n ^ cos(2A:y+2a+y3)]. (16) 



The true power, P, is just the first term in this ex- 
pression, so that the second term is the error due to 
the nonintegral number of samples in the period 
(i.e., truncation error, E). The difference between 
the summation interval, given by ny, and the 
nearest integral number of cycles, c, of the input 
signal is defined as the truncation angle, S; that is. 



S=27rc— «y. 



(17) 



The truncation error then can be shown to be ex- 
pressed as [14] 



E = 



VI sin 8 
2« sin T 



cos(2a+i3-S-y). 



(18) 



This expression shows that if the truncation angle, 
S, is zero, then E is zero, which is the reason why 
many sampling wattmeters use synchronous sam- 
pling. Although the wideband sampling wattmeter 
described here has asynchronous sampling, it uses 
trigger and cycle counting hardware, as shown in 
the block diagram of figure 25, to control the sum- 
mation interval. By starting and stopping the sum- 
mation interval with a trigger pulse synchronized 
with the signal being measured, the truncation an- 
gle, S, is kept to less than the sample interval, y. 
For y<90°, eq (18) shows that the maximum error 
occurs when sin S=sin y and the cosine term is 
±1. Then, the maximum error is given by 



^max = ± 



In' 



(19) 



showing that the maximum truncation error can be 
made small by taking a large number of samples, n , 
independent of the input signal frequency. With the 
NIST wideband sampling wattmeter, power mea- 
surements are typically made with an n of greater 
than 150,000 samples so that the truncation error is 
negligible. With a sampling rate of 300 kHz, this 
number of samples requires a summation interval of 
about one-half second. 

With the truncation error due to asynchronous 
sampling minimized, the remaining measurement 
errors are a combination of the errors in the scaling 
amplifiers, the track and hold (T/H) amplifiers, and 
the 12-bit A/D converters shown in figure 25. The 
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Figure 25. Block diagram of the NIST wideband sampling wattmeter. 
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T/H and ADC modules were tested with the 
NIST static data converter test set described previ- 
ously and found to have rms linearity errors 
<±0.5 LSB, or < ±0.012% of full scale. Differen- 
tial time delays between the two input amplifiers 
(as much as 46 ns) are compensated to within 1 ns 
by the programmable fixed and variable delay units 
that control the time when the convert command 
signals are applied to the T/H and ADC modules. 
The need to correct for this error can be illustrated 
by considering that if the wattmeter is measuring a 
10 kHz power signal at half-power-factor, i.e., a 
phase angle of 60°, then a differential time delay of 
only 18 ns could cause an error of ±0.2% of the 
true power value. 

Figure 26 shows the percent rms error of the 
NIST wideband sampling wattmeter as a function 
of frequency (on the 1 V range), determined by 
comparing its measurements results with those 
from an ac voltmeter whose frequency response up 
to 100 kHz had been established using NIST-cali- 
brated thermal voltage converter standards. The 
error in both the rms value of each channel and the 
product (simulated power) function is well within 
the desired goal (±0.1%), even out through 50 
kHz. The results for the 0.1-, 0.2-, and 0.5-V ranges 
are better than these, and those for the 10- and 500- 
V ranges using a specially-designed 100-to-l atten- 
uator are poorer by a factor of about two. 
Comparison tests made with a standard thermal 
wattmeter [41] showed agreement to within 
±0.03% of full scale over the frequency range 
from 40 Hz to 2 kHz [14]. Since distorted wave- 
forms can be decomposed by Fourier analysis into 
harmonically-related sine waves, and assuming that 
linearity (and, hence, superposition) holds, the per- 
formance of the wideband sampling wattmeter for 
measuring distorted waveforms can be predicted 
by using the errors shown in figure 26. 
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Figure 26. RMS error (in percent) versus frequency for each 
channel and for the product (simulating a unity power factor 
input signal). 



4.4 Sampling Voltage Tracker 

A third method of accurately sampling and digi- 
tizing repetitive waveforms has been employed at 
NIST in the development of a sampling voltage 
tracker (SVT) system. This system is capable of 
making state-of-the-art equivalent-time measure- 
ments for signals with frequency components up to 
200 MHz [15]. The rf rms voltage measurement ac- 
curacy of this system has been shown to be com- 
parable to that of thermal voltage converter 
standards [42]. 

The equivalent-time sampling process imple- 
mented by the SVT is somewhat different from 
that illustrated in figure 38 (see the Appendix). The 
SVT is constrained by its design to sample each 
point on the waveform numerous times (over as 
many waveform periods), and the data processed 
to estimate the value at that point on the wave- 
form. Then, the time base is incremented one sam- 
pling interval to acquire and process samples for 
the next point, and so on, until the entire sequence 
of estimated sample values is obtained. It should be 
noted that no large amount of memory is required 
by this method in order to perform the averaging 
process. 

As with any sampling system, timing jitter af- 
fects the measurement accuracy of the SVT. How- 
ever, unlike many sampling systems, the SVT is 
insensitive to timing jitter over all locally 
monotonic regions of the input waveform. This 
property results from the statistical estimator that is 
used by the SVT to deduce the "true" sample val- 
ues from many time-jittered observations — the so- 
called Markov estimator. It has been investigated 
[43] and found to be equivalent to the median esti- 
mator, which is known to be unbiased for 
monotonic functions. On the other hand, the sam- 
ple mean, which is typically used in most sampling 
systems, is generally biased for any function that 
has second or higher order derivatives. 

Figure 27 illustrates the basic components of an 
integrating feedback amplifier SVT circuit, of the 
type used in the NIST SVT system. The analog 
comparator is triggered by strobe pulses to make 
successive comparisons of the input waveform am- 
plitude with that of the feedback signal from the 
integrator, at a given instant on the input wave- 
form. The feedback signal, obtained by integrating 
the emitter-coupled logic (ECL) level waveform 
from the output of the comparator, is an estimate of 
the amplitude at a given point on the input wave- 
form. When the average (dc) level of the feedback 
signal amplitude matches that of the input, the 
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Figure 27. Basic circuit of the NIST sampling voltage tracker. 

comparator output is a square wave. Consequently, 
the output of the integrator is a triangle wave 
whose peak-to-peak amplitude is made relatively 
small by adjusting the RC time constant of the inte- 
grator. As shown in figure 28, a precision DVM is 
used to measure the average value of the integrator 
output waveform. The process is repeated at suc- 
cessive points, determined by a precision time-de- 
lay generator, until the entire input waveform has 
been sampled and the computer/controller has re- 
constructed the waveform in equivalent-time. 

In order to use the NIST SVT as an accurate 
waveform measurement tool, its performance as a 
precision sampling system has been characterized 
in terms of static and dynamic linearity errors, time 
base errors, and step and frequency response errors 
[15]. 

4.4.1 Linearity Errors Figure 29 shows a typi- 
cal plot of the static linearity error obtained by sup- 
plying known, programmable dc voltages to the 
SVT input terminals, recording the readings, and 
performing a linear regression of the form 



Y=ax+b 



(20) 



on the results. The residuals of the fit are the static 
linearity errors. Dynamic linearity errors (or har- 
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Figure 29. Typical plot of the SVT linearity errors. 

monic distortion) are measured by inputing high 
purity sine waves, and fitting an ideal sine wave to 
the recorded samples. The residuals of the fit in this 
case include not only the amplitude linearity errors, 
but also errors due to nonlinearities in the time base 
(which are minimized by using an averaging tech- 
nique explained in the next paragraph). Figure 30 
shows typical plots of the dynamic linearity errors 
for 1 V and 50 mV sine wave input signal ampli- 
tudes, at a frequency of 50 MHz; similar data were 
obtained for other frequencies. The rms linearity 
error versus frequency, expressed as a percentage 
of the rms value of the fitted sine wave, can be 
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Figure 28. Block diagrams of a complete SVT system. 



Figure 30. Typical plot of a digitized 50 MHz sine wave (top) 
and dynamic linearity errors derived from curve fitting for 1-V 
peak input (middle), and 50-mV peak input (bottom). The hori- 
zontal scale is 4 ns per division. 
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found in table 3 (together with other characteristics 
that summarize the performance of the NIST SVT 
system). Note that the linearity errors (given as a 
percentage of the applied signal) generally de- 
crease at lower signal levels. 

4,4.2 Time-Base Errors Nonlinearities in the 
time base cause displacements of the sampling in- 
stants, which in turn cause apparent amplitude er- 
rors proportional to the derivative of the signal 
being measured. By incrementally shifting the 
phase of the input sine-wave signal relative to the 
trigger pulse, a record is obtained in which the 
time-base errors are shifted with respect to the 
phase of the sine wave. This process is repeated tn 
times. The records are then realigned in phase and 
averaged point-by-point, which requires two peri- 
ods of the signal. The time-base errors can be esti- 
mated by subtracting the averaged data, in which 
the time-base errors have been filtered out, from 
the nonaveraged records, and dividing by the 
derivative of the signal at each sample point (re- 
gions near the cusps of the sine wave where the 
derivative approaches zero, of course, must be 
avoided). The results of such measurements are 
given in figure 31 for two different time bases. In 
both cases the period of each record was 100 ns 
(two cycles of the 20-MHz test sine wave), the 
equivalent-time sampling interval was 1 ns, and the 
m=9 shifted records provide up to 10 estimates 





(b) 



Figure 31. Time-base linearity errors for (a) and (b): two differ- 
ent time bases. The errors shown in (a) result from ten different 
data sets overlaid for each plot. In (a) the linearity errors are 
buried in noise. The horizontal scale is 10 ns per division. 



Table 3. Performance summary of the SVT 
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per sample point. The time base used for figure 
31(a) has small random errors of only 7 ps over the 
~ 140 ns time epoch; figure 31(b) is an example of a 
time base where the linearity errors are much more 
evident. The periodicity of these errors is due to 
the interaction of the separate coarse and fine ad- 
justment circuitry used in this time base. 

Another significant source of time-base errors is 
the result of timing jitter (phase noise) between the 
strobe pulses and the input signal. Phase-noise com- 
ponents in the measured signal, the trigger signal, 
and the time-delay generator all contribute to the 
overall phase-noise error. The low-frequency com- 
ponents of this noise cause relatively slow varia- 
tions in the integrator feedback signal; these can be 
observed by monitoring the feedback signal on an 
oscilloscope. With the delay set to sample the input 
waveform at a point where the rate of change is 
high, amplitude fluctuations in the feedback signal 
resulting from phase noise are easily observed with 
the scope set for high sensitivity and ac coupling. 
The observed peak amplitude is the product of the 
peak phase displacement (expressed in units of 
time) and the time rate of change of the input signal 
at the nominal sampling instant. For low phase- 
noise signals, the equivalent timing uncertainty 
measured in this way on the NIST SVT was less 
than 10 ps (peak). 

4.4.3 Step and Frequency Response Errors 
The transition duration (rise time) and settling-time 
performance of the NIST SVT is shown in figures 
32, 33, and 34. The measurement of fast step-re- 
sponse performance at high accuracy is difficult be- 



UJ 

a 

3 



0. 

< 



1.0 
0.8 
0.6 



-0.2 
-0.4 
-0.6 



p: 



_J 1 1 L_ 



1.10 
1.08 



1.04 



1.00 
0.98 
0.96 
0.94 
0.92 



5 10 15 20 25 

TIME (ns) 
Voltagas paat 'x' ara multiplied by 10. See right scala 

Figure 32. Response of the NIST SVT to a 2-V step from the 
NIST programmable step generator, showing settling to within 
±0.1% of full scale range (FSR) in 4 ns. Note that the lower 
curve is a magnified version of the final settling, with the scale 
given on the right hand side of the plot. 
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Figure 33. Response of the NIST SVT to a 2-V step from a 
slower, more accurate version of the NIST programmable step 
generator, showing settling to within ±0.02% of FSR in 20 ns. 
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Figure 34, Longer term response of the NIST SVT to a step 
from the slower NIST programmable generator, showing ab- 
berations less then 0.4 mV (0.02% of FSR) out to 1 jus. 

cause of the lack of reference waveform generators 
having the requisite characteristics. Some of the 
best reference waveform sources available for this 
work have been those developed by NIST 
[44,45,46]. The NIST programmable voltage step 
generator was used to obtain the short and long 
term settling response of the SVT shown in figures 
32, 33, and 34. The step response data given in table 
3 are derived from these plot^. 

Accurate measurement of the frequency re- 
sponse of the NIST SVT is also difficult, since the 
direct measurement requires using sine-wave 
sources having high spectral purity and known am- 
plitude uncertainty in the 1 to 1000 MHz range. 
Alternatively, indirect measurements based on 
time-domain data require fast risetime, fast settling 
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step generators, preferably with transition dura- 
tions of 300 ps or less [47]. The step generator used 
for these measurements is an improved, commer- 
cial version of the NIST Reference Flat Pulse Gen- 
erator [44] with the manufacturer-specified rise 
time of ~400 ps. The step is sampled with an 
equivalent-time sampling rate sufficient to give 
negligible aliasing errors over the frequency range 
of interest. The discrete impulse response is then 
computed from the step-response data, and the fre- 
quency-magnitude spectrum is obtained by a 
Fourier transform of the impulse response. For one 
type of comparator that was used in the NIST 
SVT, figure 35 (a-c) shows: (a) the last 4% of the 
sampled input step, (b) the frequency response 
computed from this data, and (c) the gain error 
relative to the first spectral line at 1.2 MHz. The 
lower trace of figiu-e 35 (b) is the frequency re- 
sponse of the composite step generator-SVT sys- 
tem. The upper trace is an estimate of the actual 
frequency response of the NIST SVT itself, ob- 
tained by deconvolving the equivalent response of 
the (nonideal) input step, estimated from rise time 
measurements of the input step and an assumed sin- 
gle pole model. 



5. Conclusion 

By the mid 1970s it was apparent that digital 
techniques would have significant advantages over 
analog methods for reducing the problems of off- 
set, drift, and noise in making precise electrical 
measurements. Also, the proliferation of digital 
computers into laboratories and offices in the 1980s 
spurred the need to convert analog signals into dig- 
ital form and vice versa. Consequently, there has 
been a corresponding requirement for better means 
to support the performance specifications of digital 
devices and associated instrumentation. 

The NBS/NIST program in the research and de- 
velopment of new test methods and physical stan- 
dards for this purpose has provided the improved 
capabilities described in this article. These digital- 
based standards and associated test methods also 
have been described in numerous journal and con- 
ference papers and talks. The work now provides 
the basis for new, improved NIST calibration ser- 
vices and special tests. 

Future efforts will likely concentrate on similar 
approaches for supporting the devices and instru- 



ments used in automatic test systems, such as high- 
speed digitizers and arbitrary waveform 
generators. Characterizing the performance of 
electronic stimulus and measurement devices con- 
tinues to be a challenge as the testing technology 
changes. 
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Figure 35. Gain corrections derived from measurements of the 
NIST SVT response to the output from a fast (~400 ps transi- 
tion duration) step generator: (a) the last 4% of the step re- 
sponse, (b) the corresponding frequency response computed 
from the step response data, and (c) the gain error relative to the 
first spectral line at 1.2 MHz. 
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6. Appendix 

6.1 Relationship Between y^iO and Its Fourier 
Series Line Spectrum 

In the notation of figure 8(a), fs=N/T is the sam- 
pling frequency, and the sampling times are 
t„=nT/N=n/Jl, n=0,l,...,N-l. Then, over the 
time interval 0</<r, the stepped waveform y^it) 
can be written as 



is a sum of equally spaced impulses in the fre- 
quency domain, i.e., 

F(y,(t))=F<f) = 27r ^ C,.8(f-k/T), 

where the C^ (coefficients of the exponential 
Fourier series) are related to the truncated function 
y^N^t) through the formula 



y.N(0=^y(tn)[u(t-Q-u(t~t„+{)], (lA) C, = 1/T\ ;;,;,(0-e-^'"*'^^d/, 

"=0 J 



(5A) 



where u(t) is the usual unit step function, conve- 
niently defined as a discontinuous step that occurs 
when its argument is zero, i.e., 

u(t)=0, ?<0 
= 1, t>0. 

Hence, a rectangular pulse between t„ and t„+i is 
readily described by the time difference of two 
such step functions, and the stepped waveform is 
created by indexing n over the A'' sample points on 
the waveform. Extending y^Nit) periodically for all 
t, one obtains the periodic function y^it), which 
can be written as a Fourier series of exponential 
terms. 



y,(t)= 2 C,-d' 



flirkl/T 



(2A) 



or, as indicated in the line spectrum of figure 8(b), 
as a trigonometric Fourier series, 

+ 00 

y,{t)=Ao/2+ 2 Ak-cosilTTfy+Qk), 

k=i 

where 

e, = -tan-'[/m (O/R e(C,)], f, =k/T, 

and ^*(/) vs. frequency is the plot of the line spec- 
trum. 

Given the Q coefficients of eq (2A), Ak can be 
found from 



Ak=2(C,.C_,y 



(3A) 



It is known that the Fourier transform of a continu- 
ous periodic function such as yz(f\ 



F(v.(0)=r%.(0-e-^'''^'d^ 



(4A) 



and b(f) is the usual Dirac unit impulse function, 
conveniently defined as an infinite amplitude spike 
(with an area of one) that occurs when its argu- 
ment is zero, i.e., 

8(0=00, /=0 

=0 elsewhere, 



and 



j: 



W8(f) d/= W, 



where W is the area under (or "weight" of) the 
impulse. 

[See reference [19] (Papoulis, Ch. 3); in particular, 
the integral in eq (4A) has to be interpreted in the 
sense of distributions (Papoulis, Appendix I)]. 

Since 

\/t\ [u{t-t„)-u{t~t„^,)] e-^-'^'^^dt 
■J 

1 ^-j2nk/N 
_.-j2nkii/N ^~C 

■ J27rk/T ' 
then eq (5A) can be evaluated as 



^-jlirkn/N 



^_^-i2T!k/N 



Q=6/r2sin(2,r«/7V).e- - .^^^^^^ . 

(6A) 

The summation over A'' terms of the sin (2irn/ 
Nye-j^"''"''^ combination can be computed by 
means of the formula for finite geometric sums 
since 



sin(27r«/A0-e"-'^''*"^'' 

f^j2nO-k)/N\n_fQ-j2nO + k)/N\n 



(7A) 
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If the factor 1—^ or 1 + ^ in the exponents is not a 
multiple of A'^, the corresponding summation is 
zero; hence, Q=0 if neither \—k nor 1+^ is a 
multiple of A'^. If 1 —A: is a multiple of A/^ and, hence, 
1+^ is not, then the exponentials involving \—k 
are equal to 1 (and sum up to N), and those involv- 
ing l + k sum up to zero. Thus, in this case 



C,=b{N/2jy 



jlirk 



Similarly, if 1-f ^ is a multiple of N, 



C, = -b(N/2jy 



jlirk 



(8A) 



(9A) 



Equations (8A) and (9 A) are valid for both positive 
and negative k values. To compute A^ from eq 
(3 A), either Q or C_jt must be expressed by eq 
(8A) and the other coefficient by eq (9 A). Thus, 



A, = 2 



Z) WV(167r'/c')-(l -e'^''*^'^(l -e"^''*'"^ 



= bN/lirk -{2 - 2co?,{2tt k/N)} '^, 
=Z)A^/7r/c-sin(7r^/A^). 
Since/s= A^/r and /i =/c/r. 



(lOA) 



k/N=^=h/U 



(11 A) 



Therefore, 

\AA=b 



sin (irfk/f^ 
Trfk/L 



(12A) 



which is shown plotted in figure 8(b). QED. 



6.2 Some Basics on Sampling Theory 

Figure 36 (a) shows a periodic waveform of arbi- 
trary shape in the time domain that can be de- 
scribed by a Fourier series (shown expressed as a 
series of exponential terms rather than the trigono- 
metric series). Each term is one of a pair of com- 
plex conjugates whose coefficient, Q, is the 
amplitude of the corresponding frequency in the 
line spectrum of figure 36 (b). If this were a single 
arbitrary pulse, its frequency domain representa- 
tion would be found by taking the Fourier trans- 
form: 



^[vXO]=r%r(Oe-^"'^'df 

'' -co 



(13A) 



2i?:kt 



y(t) - 2 C|(e' T 
k= -<x> 

Yt (t) =y(t)[u(t) -u(t-T)] 




(A.) 



ICkl 
|F(f)| 




y(t)e ' T dt 



Ck = T/' 



^ [yj (t)] = /"yj (tle-i 



2iTft 



dt 



= F(f) 
(B.) 



Figure 36. Time domain (a) and frequency domain (b) relationships for both a periodic and single occurrence arbitrary waveform. 
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where y,(t) is the transient arbitrary pulse, and 

/"[ ] is the frequency dependent Fourier 
transform. 

In this case, the frequency representation is a con- 
tinuous function of frequency rather than a discrete 
line spectrum. 

When synchronously sampling this waveform, as 
shown in figure 37 (a), the sample set mathemati- 
cally can be given a discrete time domain represen- 
tation >'*s(?„) that is a series of impulses at the times 
t„, whose areas (or "weights") are equal to yit„y. 



For periodic waveforms, nonoverlapping requires 
that 



n=0 



(14A) 



where At = T/N is the sampling time interval, 

T is the period or record length of 

the sample set, 
A'^ is the total (integral) number of 
samples, and 
8(t — nAt) is a unit impulse at t = nAt. 

The sampled time function has a corresponding dis- 
crete Fourier transform (DFT), which can be 
shown to be the regular Fourier transform shifted 
along the frequency scale at infinite multiples of 
the sampling frequency [33], where /s=l/Ar=W/ 
T [see fig. 37 (b)]. Obviously, to prevent overlap- 
ping spectra (or aliasing) requires that 



N>2k + l. 



(16A) 



/s^-4/m; 



(15A) 



These are the usual forms for the well-known 
Nyquist frequency criterion that comes from com- 
munication theory [34]. 

In order to satisfy the Nyquist frequency crite- 
rion when the highest frequency in a periodic sig- 
nal becomes comparable to the available maximum 
sampling frequency, waveform sampling is done in 
"equivalent-time" rather than in real time. Figure 
38 is an illustration of equivalent-time sampling 
where A'^ samples of the waveform are taken over 
equivalent time A'^7', rather than taking A'^ samples 
in real time T. Each sample is obtained by 
incrementing one additional sampling interval (rel- 
ative to the sync pulse) in each successive period 
of the signal. Multiple sets of A'^ samples may be 
obtained, and averaging performed on correspond- 
ing sample points, in order to reduce the effects of 
noise and jitter. This method works even for sig- 
nals with frequency components above the sam- 
pling frequency, as long as the effective sampling 
frequency (reciprocal of the equivalent-time sam- 
pling interval) satisfies the Nyquist criterion. 
Equivalent-time sampling requires periodic signals 
that are cycle-to-cycle repeatable (except for noise 
and jitter limitations). Also, as with real time sam- 
pling, the time base must be linear over the time 
interval T, and stable over the record length, as 
well as accurate. 



"» 1 2-iTi.t 



f h n = 

wtiere f (t - nat) » an Ijpulse at t = nat 




t f" 

'ma 



ICkl 



Ck^/ 



(t)e' T "dt 




sriyjltn)! '^ 2 F(f-ifsl 



(B.) 



Figure 37. Time domain (a) and frequency domain (b) relationships for a sampled arbitrary waveform. 
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Figure 38. Illustration of a typical equivalent-time sampling process. Waveform samples are obtained at a rate A'^ times slower than in 
real time sampling. 
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